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Surgical Technique

The Intramedullary Plug is used in combination with a
cemented prosthesis to avoid uncontrolled diffusion
of the cement within the intramedullary canal.
After preparing the bone for the respective cemented
prosthesis and before insertion of the Intramedullary 
Plug, the Intramedullary Plug Impactors can be used 
as a sizing reference (Fig. 1). 

To do so, the Intramedullary Plug Impactor is inserted
into the medullary canal until the desired depth is 
reached. Sufficient friction between medullary canal 
and instrument is the indicator for correct seating of the 
implant in the respective size. Please note that the 
Intramedullary Plug Impactor is only available in 2-mm 
increments whereas the Intramedullary Plugs are avai-
lable in 1-mm increments. If there is no friction detected
and the next size does not fit the depth, it might be 
necessary to use a size in between.

The preoperative planning can also provide an initial 
indication of the required size.

After determining of the correct size, the Intramedullary
Plug is inserted into the intramedullary canal.
The medullary space is blocked a few centimeters
below the planned position of the cemented prosthesis 
using the Intramedullary Plug Impactor or Inserter 
(Fig. 2).

The example shown demonstrates the use of an 
Intramedullary Plug combined with a cemented hip 
prosthesis stem.

If an Intramedullary Plug is inserted that is not the
correct size, it needs to be extracted and a correct 
size is to be used. The Implants are designed for 
single use only. Resterilization is not permitted. 
Implants and their materials must not be resterilized.

After cement application, the cemented prosthesis is 
introduced into the prepared implant cavity (Fig 3).

Fig. 1

Fig. 3

Fig. 2

INFORMATION:
The images shown depict an application example.
The individual surgical technique of the 
cemented prosthesis used must be followed at 
all times.
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Intramedullary Plugs,T UHMWPE

Intramedullary Plugs

Intramedullary Plug Impactor to insert Intramedullary Plugs into the medullary cavity

131-250/26 Inserter for Intramedullary Plugs, 
graduated, 355 mm

Length 383 mm Length 400 mm

131-250/23 T-Handle for inserter 131-250/26

Implants / Instruments

f Ø (mm)

109-130/08 8

109-130/09 9

109-130/10 10

109-130/11 11

109-130/12 12

109-130/13 13

109-130/14 14

109-130/15 15

109-130/16 16

109-130/17 17

109-130/18 18

109-130/19 19

109-130/20 20

f Ø (mm)

Unthreaded

131-200 8

131-202 10

131-204 12

131-206 14

131-208 16

131-210 18

f Ø (mm)

Threaded

131-220 8

131-222 10

131-224 12

131-226 14

131-228 16

131-230 18
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Additional Literature

For more information, please register for our LINK Media Library (link-ortho.com)

Additional Literature

Catalogs on request: Email info@link-ortho.com
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Notes



Please note the following regarding the use of our implants:

Follow the instructions for use!
For detailed product information, including indications and contraindications, precautions and warnings, etc. 
please consult the product’s Instructions for Use (IFU) prior to use.

Waldemar Link GmbH & Co. KG, Hamburg, Germany

All content in this catalog, including text, pictures and data, is protected by law. Every instance of use, whether in part or in whole or  which 
is not permitted by law, is subject to our prior consent. This applies in particular to the reproduction, editing, translation, publishing, saving, 
processing, or passing on of content stored in databases or other electronic media and systems, in any manner or form. The information 
in the catalogs is solely intended to describe the products and does not constitute a guarantee.

The Surgical Technique described has been written to the best of our knowledge and belief, but it does not relieve the surgeon of their 
responsibility to duly consider the particularities of each individual case.

Products shown in this document may not be available in your country. The product availability is subject to the approval and/or registration 
regulations of the respective country. Please contact Waldemar Link GmbH & Co. KG if you have questions about the availability of LINK 
products in your country.

Waldemar Link GmbH & Co. KG and/or other corporate affiliated entities own, use or have applied for the following trademarks in many  
jurisdictions: LINK, BiMobile, SPII, Modell Lubinus, E-Dur, EndoDur, T.O.P. II, BetaCup, CombiCup PF, CombiCup SC, CombiCup R, 
MobileLink, C.F.P., LCU, SP-CL, LCP, MIT-H, Endo-Model, Endo-Model SL, MP, MEGASYSTEM-C, GEMINI SL, SPAR-K, LCK, HX, TiCaP, 
X-LINKed, PorAg, LINK PorEx, BiPorEx, PorEx-Z, TrabecuLink, Tilastan, customLink, RescueSleeve, VACUCAST.

Other trademarks and trade names may be used in this document to refer to either the entities claiming the marks and/or names or their  
products and are the property of their respective owners.

eifu.link-ortho.com
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